
Intox EC/IR-II: 
Calibration 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 9:?136 
Sr-rial rJt~mher: 01:?804 

Test Dal• 11/02/201'1 
Test Time: 15:38 PST 

11r·y Gas Target: .079 
lot Number: AG50602 
Exp Oat£·: 03/05/2017 

Tank Pressure: H1 5 psi 
B(!(ornelric Pr e~sure- : 

75:? mmHg 

<;y.,km Check: P~h~ed 

Te'lt g/2l0L Tim., 

BU< .000 1'1·39 
CAL .079 1~:19 

Test St<Jtus: Success 



ntox EC/IR-11: 
Scheduled 

ccuracy Check 

B SAN DlEGO FORCE 
OTECTION SAN DIEGO, 

CA 92136 
erial Number: 012804 

est Date: 11/10/2015 
Test Time: 08:00 PST 

Dry Gas Target: .080 
.ot Number: AG506502 
Exp Date: 03/ 06/ 2017 
ank Pressure: 1115 psi 
Baromelric Pressure: 

761 mmHg 

ystem Check : Passed 

Test g/210L Time 

BLK 
CI-IK 
BlK 
CHK 
BLK 
CHK 

.000 

.080 

.000 

.080 

.000 

.080 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Test Status: Success 

C hbr dt!On CRC: 23487559 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number~ 012804 

Test Date: 11/17/ 2015 
Test Time: 08:00 PST 

Dry Gas Target: .080 
Lot Number: AG506502 
Exp Date: 03/ 06/ 2017 

Tank Pressure: 1115 psi 
Barometric Pressure: 

763 mmHg 

System Check: Passed 

Test g/210L Time 

BLK 
CHK 
BLK 
CHK 
BLK 
CHK 

.000 

.080 

.000 

.079 

.000 

.079 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Test Status: Success 

Calibr ation CRl.: 234137559 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 11/24/2015 
Test Time: 08:00 PST 

Dry Gas Target: .080 
Lot Number: AG506502 
Exp Date: 03/06/2017 

Tank Pressure: 1115 psi 
Barometnc Pressure: 

758 mmHg 

System Check: Passed 

Test g/210l Time 

BLI< 
CHK 
BLK 
CHK 
BLK 
CHK 

.000 

.079 

.000 

.079 

.000 

.079 

08:01 
08:01 
08:03 
08:03 
08:04 
08:05 

Test Status: Success 

Ci!lib• allon CRC: 23487~~9 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Senal Number: 012804 

Test Date: 12/01/2015 
Test Time: 08:00 PST 

Dry Gas Target: .080 
Lot Number: AGS06502 
Exp Date: 03/06/ 2017 

Tank Pressure: 1115 ps1 
Barometric Pressure: 

762 mmHg 

System Check: Passed 

Test g/ 210L Time-

BLK 
CHK 
BLK 
CHK 
BLK 
CHK 

.000 

.080 

.000 

.080 

.000 

.080 

08:01 
08:01 
08:02 
08:03 
08:04 
08:05 

Test Status: Success 

Cahbr c~ltOil CRC: 234875~9 



Intox EC/IR-11: 
Scheduled 

ccuracy Check 

B SAN DIEGO FORCE 
OTECTION SAN DIEGO, 

CA 92136 
enal Number. 012804 

est Date: 12/08/2015 
est Time: 08:00 PST 

ry Gas Target: .080 
ot Number: AG506502 
xp Date: 03/06/2017 

ank Pressure: 1115 psi 
arometric Pressure: 

760 mmHg 

_ ystem Check: Passed 

g/21DL Time 

.000 08:0L 

.080 08:01 

.000 08:03 

.079 08:03 

.000 08:05 

.079 08:05 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 12/15/2015 
Test Time: 08:00 PST 

Dry Gas Target: .080 
Lot Number: AG506S02 
Exp Date: 03/05/ 2017 

Tank Pressure: 1110 psi 
Barometric Pressure: 

760 mmHg 

System Check: Passed 

Test g/210L Time 

BLK .000 08:01 
CHK .079 08:01 
BLK .000 08:03 
CHK .079 08:03 
BLK .000 08:05 
CHK .079 08:05 

Test Status: Success 

Callbt dUon CRC 234B7':>~9 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 12/22/2015 
Test Time: 08:00 PST 

Dry Gas Target: .080 
Lot Number: AGS06502 
Exp Date: 03/06/ 2017 

Tank Pressure: 1115 psi 
Barometric Pressure: 

756 mmHg 

System Check Passed 

Te-;t g/ 210L Time 

BLK .000 08:01 
CHK .0 / 9 08:01 
BLK .000 08:03 
CHK .079 08:03 
BLK .000 08:05 
CHK .078 08:05 

Test Status: Success 

Calib• at1on CRC. 234B7~59 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DrEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Senal Number: 012804 

Test Date: 12/29/2015 
Test Time: 08:00 PST 

Dry Gas Target .080 
Lot Number: AG505502 
Exp Date: 03/ 06/ 2017 

Tank Pressure: 1080 psi 
Barometric Pressure: 

758 mmHg 

System Chec.k : Passe d 

Test g/ 210L Time 

BLK .000 08:01 
CHK .079 08:01 
BLK .000 08:03 
CHK .079 08:03 
BLK .000 08:05 
CHK .079 08:05 

Test Status: Suc{.ess 

Cahb1 at ion CRC: 234B75~Y 



Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 01/05/2016 
Test Time: 08:00 PST 

Dry Gas Target: .080 
Lot Number: AGS06502 
Exp Date: 03/06/2017 

Tank Pressure: 1090 ps1 
Barometric Pressure: 

755 mmHg 

System Check: Passed 

Test g/210L Time 

BLK 
CHK 
BLK 
GiK 
BLK 
CHK 

.000 

.079 

.000 

.079 

.000 

.078 

08:01 
08:01 
08:02 
08:03 
08;05 
08:05 

Test Status: Success 

Cahbf nt1on CRC: 23487559 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 01/12/2016 
Test Time: 08:00 PST 

Dry Gas Target: .080 
Lot Number: AG506502 
Exp Date: 03/06/2017 

Tank Pressure: 1071 psi 
Barometric Pressure: 

763 rnmHg 

System Check: Passed 

Test g/210L Time 

BLK 
CHK 
BlK 
CHK 
BLK 
CHK 

.000 

.079 

.000 

.079 

.000 

.079 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Test Status: Success 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 01/19/2016 
Test Time: 08:00 PST 

Dry Gas Target: .080 
Lot Number: AG506502 
Exp Date: 03/06/2017 

Tank Pressure: 1061 psi 
Barometric Pressure: 

762 mmHg 

System Check: Passed 

Test g/210L Time 

BlK 
CHK 
BlK 
Ct-tK 
BLK 
CHK 

.000 

.079 

.000 

.079 

.000 

.079 

08:01 
08:01 
08:03 
08:03 
08:04 
08:05 

Test Status: Success 

Calibr at1on CRC: 23487559 



Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO 

CA 92136 ' 
Serial Number: 012804 

Test Date: 01/2.6/2016 
Test Time: 08:00 PST 

Dry Gas Target: .080 
lot Number: AG506502 
Exp Date: 03/06/ 2017 

Tank Pressure: 1031 psi 
Barometric Pressure: 

763 mrnHg 

System Check: Passed 

Test g/ 210L Time 

BLK .000 08:01 
CHK .080 08:01 
BLK .000 08:03 
CHK .080 08:03 
BLK .000 08:05 
CHK .079 08:05 

Test Status: Success 

Cdltbr at1on CRC: 2341i /5~9 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 02/02/2016 
Test T1me: 08:00 PST 

Dry Gas Target: .080 
Lot Number: AG506502 
Exp Date: 03/06/2017 

Tank Pressure: 1017 psi 
Barometric Pressure: 

763 mrnHg 

System Check: Passed 

Test g/210L T1me 

BLK .000 08:01 
CHK .080 08:01 
BLI< .000 08:03 
CHK .080 08:03 
BLK .000 08:05 
CHK .080 08:05 

Test Status: Success 

Colibratloll CRC: 23487559 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO 

CA 92136 I 

Serial Number: 012804 

Test Date: 02/09/2016 
Test Time: 08:00 PST 

Dry Gas Target: .080 
Lot Number: AG506502 
Exp Date: 03/06/2017 

Tank Pressure: 1022 psi 
Barometric Pressure: 

760 mmHg 

System Check: Passed 

Test g/210L T1me 

BU< .000 08:01 
CHK .079 08:01 
BLK .000 08:03 
CI-IK .079 08:03 
ALK .000 08:05 
CHK .079 08:05 

Test Status: Success 

Calal>r <tl.lon CRC 23487559 



t:ntoX EC/IR-11: 
scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 02/16/ 2016 
Test Time: 08:00 PST 

Dry Gas Target: .079 
Lot Number: AG506502 
Exp Date: 03/ 06/201 7 

Tank Pressure: 1007 pst 
Barometric Pressure: 

754 rnmHg 

System Check: Passed 

Test g/210L Time 

BLK .000 
CHI< .079 
BlK .000 
CHK .078 
BU< .000 
CHK .078 

08:01 
08:01 
08:03 
08:03 
08:04 
08:05 

T<:-sl '-.t .•tus: Success 

Cahbr atron r HC: 23487559 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
'>erial Number: 01280ll 

Test Date: 02/ 23/ 2016 
Test Time: 08:00 PST 

Dry Gas Tar9("t: .080 
Lot Number: AG506502 
f )(p DatE>: 03/ 06/ 2017 

Tank Pressure: 992 psi 
Barometric Pressure: 

756 mmHg 

System Check : Passed 

Test g/ 210l Time 

BLK 
CHK 
ULK 
CHK 
BLK 
CHK 

.000 

.079 

.000 

.079 

.000 

.079 

OS:OL 
08:01 
08:02 
08:03 
08:04 
08:05 

Test Status. Success 

Ca~br nllon CRC: 23487559 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012fl04 

Test Date: 03/ 08/2016 
Test Time: 08:00 PST 

Dry Gas Target: .080 
Lot Number: AGS06507 
Exp Date: 03/06/2017 

Tank Pressure: 958 pst 
Barometric Pressure: 

755 mmHg 

System Check: Passed 

Test g/ 210L Trme 

BLK 
CriK 
BLK 
CHK 
BLK 
CHK 

.000 

.079 

.000 

.079 

.000 

.079 

08:01 
08:01 
08:03 
08;03 
08:05 
08:05 

Test Status: Su•cess 

Cabbr·atron CRC 23487559 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Senal Number: 012804 

Test Date: 03/15/2016 
Test Time: 08:00 PDT 

Dry Ga~ T<"lr']• ·I '10 
Lol Nurnb(-r . .4.• , ~ , J02 
Exp Date: 03/0t• 2017 

Tanr Pn:::>sur-e: 9 •13 psr 
r 11 0m.-.tnc Pres sur e::: 

- n mmHg 

Sysk111 l..lleck: Passed 

Test g/210L Tinu· 

BLK 
CHK 
BLI< 
CHK 
BlK 
CI-IK 

.000 08:01 

.079 08:01 

.000 08:02 

.079 08:03 

.000 08:04 

.079 08:05 

r PSt Status: Suciess 

l a!ibratron CRC 23487559 



Into x EC/IR-II: 
Scheduled 

Accurdcy Check 

NB SAN DICGO FORCE 
PROTrCTION SAN DIEGO, 

Cl\ 92136 
c;erwl Nutnbt>r Ol./304 

Te~l D<lte: 01.'?2 /?016 
Te~l Tune· OR 00 PDT 

Dry Ga-. T<lr g(· t: .ORO 
lol Number: /\\o50o502 
Exp Dtti P' Ol/06/201 7 

Tank Pt •·· '• '"' ' l"l1R p->i 
Brlll •t Pr • • .,, u , •. 

Test .,, 

l:llh: 
Clll< 
1:!1.1< 
CHK 
BLI< 
CHI< 

(J\)1 l 
.0 / ':1 
.000 
.079 
.000 
.Oi'~ 

llj 

r, ....,.., , 

IJ .. Il l 

OH:01 
08:03 
08:05 
08:05 

Teo;t St<ttus: Succe!ls 

C1hbt '"'"li CRC: 234137559 

ltJtOX E( /IR- T{: 

Scherlaled 
Accurac.. rhed< 

NB SAN DIEGO r t 

PROTFCTrON SAN 1 , .n, 
\A 92136 

S.:.·• i.1l Number· 01.?80"1 

T(•..,t· Date. 03/29/2016 
Te'>l: Time: 08:01 PDT 

Dry Gas Target· .079 
I c.t rJtrmber: AG506502 
r rlo~te· 03/06/ 2017 

T ' •"ssur c·· ·J.?8 po;i 
n 11 

• I ' t•.:!tric Pr·es~ur e· 
753 mmHg 

Test g/210l Tune 

BLK .000 08:02 
CHI< .078 O~:l'OJ 
BIK .000 08:04 
CI-IK .078 OB:OS 
liiK 000 08:0b 
l HI' 0/8 013-07 

1 - · dX EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DrEGO FORCE 
PROTECTION SAN DIEGO 

CA 92136 I 

Senal Number: 012804 

T ·st Date: 04/05/2016 
·st Time: 08:00 PDT 

Dry Gas Target: .0130 
lot Number: AG506'" -. 
Exp Date: 03/06/"l· 

Tank Pressure: 92 1 , 
Bar ora lf'tric Pressw~:: · 

71J7 rnmHg 

c;ystem Che··k : Passed 

Tesl g/210L T1me 

Bll\ .000 mw1 
CHK .079 ')R·Ol 
BLK .000 03 
CI-IK .079 08:03 
BU< .000 08:05 
CHI( .079 08:05 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROT[CTION SAN DIEGO 

CA 92136 ' 
c;enal Number: 012804 

Test Date: 04/12/2016 
Test Time: 08:00 PDT 

Dry Gas Target: .080 
lot Number: AG506502 
rxp Date: 03/06/ 2017 

'T" dnk Pre.:;sure: 91•1 p~i 
Barometric Pressur e: 

758 mmHg 

System Check: Pnsc;Pd 

Test g/210L Tune 

BIK 
CHK 
BLK 
CHK 
BtK 
CI-IK 

.000 

.079 

.000 

.079 

.000 

.079 

08:0L 
08:01 
08:03 
08:03 
08:0~ 
08:05 



. 7ntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serir~l Number: 012804 

Test Date: 04/19/2016 
Test Time: 08:00 PDT 

Dry Gas Target .079 
lot Number: AGS06502 
Exp Date: 03/06/ 2017 

Tank Pressure: 909 psi 
Barometric Pressure: 

753 mmHg 

System Check: Passed 

Tr•st g/210L Time 

BLK .000 08:00 
CHK .079 08:01 
BLK .000 08:02 
CHK .078 08:03 
BLI< .000 08:04 
CHK .078 08:05 

Test Status: Success 

Cnltbration CRC: 23487559 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB <:;AN DIEGO FORCE 
PROTECTrON SAN DIEGO, 

CA 92136 
<:;er'idl Number: 01280£1 

Test: Date: 04/26/2016 
T ~st: Time: 08:00 PDT 

Dry Gas Target: .079 
lot Number: AG506502 
Exp Date: 03/ 06/ 20L7 

Tank Pressure: 884 psi 
Barometric Pressure: 

754 rnmHg 

Sy~tem ChPLk: Passed 

Test g/210L T1me 

BLI< .000 OR·Ot 
G!k .079 08.01 
iH I( .000 08:02 
Ull' .079 OB:O.l 
Bl l< .000 08:04 
Ct-U< .078 08:05 

Tt::~t Status. Success 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIECiO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 05/03/1016 
Test Time: 08:00 POT 

Dry Gas Target: .079 
Lot Number: AGS06502 
fxp Date: 03/06/2017 

Tank Pressure: 875 psi 
Barometric Pressure: 

753 mmHg 

<:;yslem Check: Passed 

Test g/210l Time 

BLK .000 08:01 
CHK .079 08:01 
BLK .000 08:02 
CI-IK .078 08:03 
BL K .000 08:04 
CHK .078 08:05 

Test Status: Succ:es~ 

( (!llbriltron CRC: 23487559 



Intox EC/IR-II: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
ROTECTION SAN DIEGO, 

CA 92136 
Serii'\1 Number: 012804 

Test Date: 05/ 10/ 2016 
Test T ime: 08:00 PDT 

Dry Gas Target: .079 
l ot Number: AG506502 
Exp Date: 03/06/2017 

Tarik Pressure: 865 psr 
Barometnc Pressure: 

753 mmHg 

System Check: Passed 

Test g/210L Trme 

BLK 
CHK 
BLK 
CHK 
BLK 
CHK 

.000 

.079 

.000 

.079 

.000 

.079 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Test Status: Success 

ahbrnhon CRC: 23'18/')'59 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTrON SAN DIEGO, 

CA 92136 
SPnal Number: 012804 

Test Date : 05/ 17/ 2016 
Te~t Trme: 08:00 PDT 

Dr y Gas TDrget: .079 
I ot: Number: AG506502 
Exp [late: 03/ 06/2017 

Tank Pressure: 850 psi 
Bar ometric Pressure: 

751 mmHg 

System Chec.k: Passed 

Test g/ 210L Time 

BLK 
CIIK 
Bll< 
LHK 
ALK 
CHK 

.000 

.079 

.000 

.078 

.000 

.078 

OR:Ol 
08:0J 
08:02 
08·03 
OH:04 
08:05 

Test Status: Success 

C<~llbt a11on CRC· 23487559 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 05/24/2016 
Test Time: 08:00 POT 

Dry Gas Target: .079 
Lot Number: AGS06502 
Exp Date: 03/06/2017 

Tank Pressure: 835 psi 
Barometric Pressure: 

753 mmHg 

System Check: Passed 

Test g/210L Time 

BLK .000 
CHK .079 
BLK .000 
CHK .079 
BLK .000 
CHK .078 

08:01 
08:01 
08:02 
08:03 
08:04 
08:05 

Test Status: Success 

Calibration CRC: 23487559 

Into x EC/IR-11: 
Accuracy Check 

Nf\ S l\1'1 DIEGO FORCE 
PROTr - ""~ 1•)N SAN OJ[ GO, 

• A 92136 
Senc•l 1\lurnber: 012 804 

Tt::~l Date: 05/31/20ln 
Te5t Time: 09·/6 POT 

Dry Gas Tar get: .079 
Lot Number: AG506502 
Exp Date: 03/06/ 2017 
Tank Pr essur e: 811 psi 
Oi\r om et• iL Pre-.~ure· 

7 'l 1 r nrnH') 

System Check · Passed 

Te~t g/210L Time 

l:'II K 
CHK 
BLK 
CHK 
OI K 
Clll< 

000 
.078 
.000 
.078 
.000 
.078 

OCl . .J I 
09•1/ 
09:29 
09:29 
09:31 
09 •32 

T..-sl Status: SUi r ..-ss 



Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DICGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
<:>erial N11mber: 012804 

Test Onte; 06/07/ 2016 
TPst Time· OS:OD PDT 

(•• r · -;,1:. T illget: .07<l 
I • t NtuniJ(:'t · AGSOG5rt2 
l.-< p f •al· ·· 01101 · Jl7 

Tn11k I • ure: 796 PSI 
!3;u ',. ,, Pressure· 

- r nunHg 

Te~l g/210L T1me 

BU< (J{JO OttOl 
CHK .0/H 08:01 
BU< .000 08:03 
CHK .07H 08:03 
BLK .000 08:05 
Cl·fl< .0"78 08:05 

Tc-.l ">latus: Success 

Calibration CRC: 234B7ssq 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN OfEGO FORCE 
PROTECTfON SAN DIEGO, 

CA 9.d36 
Serial Nun·he1 : 012804 

Test Dale: Ofi / 14 12016 
Test Time· OR:OO PDT 

Dr·y Grt..., 079 
I ol. Nu11ol ·~ ·506502 
Exp Oal ••-l/06/ 2017 

T nllk Pn: " l" 786 psi 
Barotnf?'lt ~"~ •.">sure: 

752 llollll'l~ 

<:;yslem Check: Passed 

Teo:;t g/210L Time 

BLI< 
CHI< 
BLK 
CHK 
BU< 
CHK 

.000 
,0/ 9 
.000 
.079 
.000 
.079 

08:01 
08:01 
08:02 
08:03 
08:04 
08:05 

Test Status: Success 

Calil>ralion C:RC· 23~B7559 

Intox EC/IR-11: 
Calibration 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Tf-">t Date: 06/ 21/2016 
Tt>~l Time. 08:18 PDT 

Dry Gi'ls Target: .079 
lot Number: AG506502 
E:<p Date: 03/06/2017 

Ti1nk Pn·ssure: 767 psi 
B<rl ., ••elrk Pressure: 

752 mmHg 

System Check: Pas->ed 

Test g/210L T1me 

131 K .000 t,_ :C I I 

CAL .079 O:i'l9 

Test: <:;tatus: Succec:;s 

Calib1 atlon CRC· 3486EF25 

lntox EC/1R-1I: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
S enal Number: 012804 

Test Date: 06/')F: ?016 
Test Time: 08:1V1 · •T 

n, \' Gas Target: .079 
Lot N11mber: AGS06502 
Exp nate: 03/06/2017 

T <lill-' Pressure: 762 psi 
B;u or11etric Pressure: 

751 m1nHg 

c;y...,lern Check: Passed 

Test g/210L T1111t:: 

13LK 
CHK 
BLK 
CHK 
BlK 
CHK 

000 
.079 
.000 
.079 
.000 
.079 

OH:Ot 
OH:OI 
OH:02 
08:03 
08:U.t1 
I)U:US 

Test <:>tatus· Sucress 

C <t!lllr<Jtlon CRC: 3486EF25 



Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DlEGO FORCE 
PR<:;>TECTrON SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 07/05/2016 
Test Time: 08:00 PDT 

Dry Gas TargH: .079 
Lot Number: AG506502 
Exp Dale: 03/06/2017 

Tank Pressure: 747 psi 
13aromel.ric Pressure: 

752 mmHg 

Syc;tem Che(k: Passed 

Tf->st g/210L Tirne 

BIK 
Ct-11< 
BU< 
Ct-IK 
Bll< 
CHK 

.000 

.080 

.000 

.079 

.000 

.079 

08:01 
08:01 
08:02 
08:03 
08:04 
08:05 

Test Stntus: Suc(eS!> 

:ahhriltton CRC: 3486EF25 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 07/12/2016 
Test T1me: 08:00 PDT 

D1 y Gas Target: .079 
Lot Number: AG506502 
Exp Date: 03/ 06/ 2017 

Tank Pressure: 732 f>SI 
Barometric Pressure: 

751 mmHg 

System Check: Passed 

Test g/210L Tune 

BLK 
CHK 
BIK 
CI-IK 
BLK 
CHK 

000 
.080 
.000 
.079 
.000 
.079 

08:01 
08:01 
08•02 
08:03 
08:04 
08:05 

rt:.l Status: Success 

Calihratton CRC: 3486EF25 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Senal Number: 012804 

Test Date: 07/19/2016 
Test Time: 08:00 PDT 

Dry Gas Target: .079 
lot Number: AG506502 
Exp Dale: 03/06/ 2017 

Tank Pressure: 723 psi 
Barometric Pressure: 

752 mmHg 

System Check: Passed 

Test g/210L Tme 

BU< 
CHK 
BLK 
CHK 
BLK 
CHK 

.000 

.080 

.000 

.080 

.000 

.079 

08:01 
08:01 
08:02 
08:03 
08:04 
08:05 

Test Status: Success 

Calibration CRC: 3486FF2S 

Intox EC/IR-II: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
nqoTECTrON SAN DIEGO, 

CA 92136 
Sr>rial Number: 012804 

Te·. t Date: 07/26/2016 
Te-,t Time: 08:00 PDT 

Dry Gas Target: .079 
lot Number: AG506502 
Exp Date: 03/ 06/2017 
Tank Pressure: 713 psi 
Barometnc Pressure: 

749 rnrnHg 

<.:>yo;tem Check: Passed 

Test g/2101. T1m~ 

BLK .000 
CHK .079 
BLK .000 
CHI< .079 
BLK .000 
CHK .079 

0~:01 

08:01 
08:02 
08:03 
08:04 
08:05 

Test Status: Success 

Cillibratlon CRC: 3486EF25 



Intox EC/IR-11: 
Scheduled 

Accuracy Check 

8 SAN DIEGO FORCE 
OTECTION SAN DIEGO, 

CA 92136 
~nal Number: 012804 

est Date: 08/02/ 2016 
Test Time; 08:00 PDT 

Dry Gas Target: .079 
ot Number: AG'iOo 502 
xp Datr.!: 03/ 06/:>017 

ank Pressure: 69R psi 
A;u ornetr il.. Pressure: 

752 mmHg 

ystem Check: Passed 

Test g/210L Tune 

BLK 
CHK 
BLK 
CI-IK 
BU< 
CHK 

.000 

.080 

.000 

.080 

.000 

.079 

08:01 
08:01 
08:02 
08:03 
08:04 
08:05 

r est Status: Succe~s 

ibr nlion CRC: 3tl86EF21:) 

Ir.tox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 08/09/2016 
Test Time: 08:00 POT 

Dry Gas Target: .079 
Lot Number: AG506502 
Exp Date: 03/ 06/2017 

Tank Pressure: 683 psi 
Baron1etric Pressure: 

749 mmHg 

System Chec.k : PCI~.:;ed 

Tec;t g/210L Time 

Bl K 
U IK 
BLK 
CHK 
BLK 
CHK 

.000 

.Otlll 

.000 

.079 

.000 

.079 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

r est Status: Sw:t:C'iS 

Calihr ntion CRC: 34RGEF25 

I~ttox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Senal Number: 012804 

Test Date: 08/16/2016 
Test Time: 08:00 PDT 

Dry Ga~ Target: .079 
Lot Number: AGS06502 
Exp Date: 03/06/2017 

Tank Pressure: 674 psi 
Barometric Pressure: 

748 mmHg 

Sy:.Lem Check: Passed 

Test g/210l T1me 

BLK 
CI-IK 
BLK 
CHK 
BLK 
CHK 

.000 

.079 

.000 

.079 

.000 

.079 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Tt:st Status: Success 

Calibration CRC: 3486EF25 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Senal Number: 012804 

Test Date: 08/23/2016 
Test Time: 08:00 PDT 

Dry Gas Target: .079 
Lot Number: AG506502 
Exp Date: 03/ 06/ 2017 

Tank Pressure: 659 psi 
Barometric Pressure: 

752 mmHg 

System Check: Passed 

Test g/210l T1me 

BLK 
CHK 
BLK 
CHK 
BLK 
CHK 

.000 

.080 

.000 

.080 

.000 

.080 

08:01 
08:01 
08:02 
08:03 
08:04 
08:05 

Test Status: Succe~s 

Caltbratsnn CRC: 3486EF25 



r.ntox EC/IR-II: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTFCTION SAN DIEGO, 

CA 92136 
Senal Number: 012804 

Test Date: 08/)0/2016 
Test Time· 08:00 PDT 

D1 y Ga~ Target: .079 
Lot Number: AGS06502 
[xp Date: 03/06/2017 

Tank Pressure: 649 psi 
Barometric Pressure: 

748 mmHg 

System CheLk: Pc:sssed 

Test g/210L Time 

BLK 
CHK 
BLK 
CHK 
BLK 
CHK 

.000 

.080 

.000 

.079 

.000 

.079 

08:01 
08:01 
08:02 
08:03 
08:04 
08:05 

TesL Status: Success 

-ahbratlon CRC: 34R6EF25 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Senal Number: 012804 

Test Date: 09/06/2016 
Test Time: 08:58 PDT 

Dry Gas Target: .079 
Lot Number: AG506502 
Exp Date: 03/06/ 2017 

Tank Pressure: 620 psi 
Barometric Pressure: 

748 mmHg 

System Check- Pa~sf" d 

T(>st g/ 210L Tune 

BlK 
CHK 
BLI< 
CHK 
BLK 
CHK 

.000 08:59 

.080 09:00 

.000 09:01 

.079 09:01 

.000 09:03 

.079 09:03 

Te::.t Status: Sucress 

C<lhl)l allon CRC: 34HbLF25 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO 

CA 92136 , 
Serial Number: 012804 

Test Date: 09/13/2016 
Test Time: 18:52 PDT 

Dry Gas Target: .079 
lot Number: AGS06S02 
Exp Date: 03/06/2017 
Tank Pressure: 610 psi 
Barometric Pressure: 

751 mmHg 

~ystem Check: Passed 

Test g/210L Time 

BLK 
Cl-tK 
BLK 
CHK 
BLK 
CHK 

.000 

.080 

.000 

.080 

.000 

.080 

18:52 
18:53 
18:54 
18:55 
18:56 
18:57 

Test Status: Success 

Calibr at1on CRC: 3486FF25 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 09/20/2016 
Test Time: 12:50 PDT 

Dry Gas Target: .079 
Lot Number: AG506502 
Exp Date: 03/06/ 2017 

Tank Pressure: 600 psi 
Bnrometric Pressure: 

750 mmHg 

System Check: Passed 

Test g/21DL T1me 

BLK .000 12:50 
Cl-lK .080 12:51 
BLK .000 12:52 
CHK .080 12:53 
BLI< .000 12:54 
CHK .ORO 12:55 

Test Status: Success 

Caltbrat1on CRC: 3t186EF25 



lratox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 10/ 02 / 2016 
Test Time: 16:45 POT 

Dry Gas Tar get: .079 
Lot Number: AG506502 
Exp Date: 03/06/ 2017 

Tank Pressure: 590 ps1 
Barometnc Pres!>ure: 

750 mml-lg 

<iystem Check: Passed 

Test g/ 210L T1me 

BLK 
CHK 
BU< 
CHK 
BLK 
Ct-IK 

.000 

.080 
,000 
.080 
.000 
.079 

16:46 
16:47 
16:48 
16:49 
16:50 
16:51 

T t:st t:;tatus: t:;ur, ess 

~altbt at1on CRC: 3486fF25 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Senal Number: 012804 

Test Date: 10/ 25/ 2016 
Test Time: 22:40 PDT 

Dry Gas Target: .079 
Lot Number: AGS06502 
Exp Date: 03/06/ 2017 
Tank Pressure: 571 psi 
Barometric Pressure: 

753 mmHg 

System Check: Passed 

Test g/210L Time 

BLK 
CHK 
BLK 
CHK 
BLK 
CHK 

.000 

.081 

.000 

.080 

.000 

.080 

22:40 
22:41 
22:42 
22;43 
22:44 
22:45 

Te::.t Sti'ltus: Success 

Cahbrcttloll CRC: 341:J61T25 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: ll/01/2016 
Test Time: 08:00 PDT 

Dry Gas Target: .079 
Lot Number: AG50650i 
Exp Date: 03/06/ 20l7 

Tank Pressure: 561 psi 
Barometric Pres~un:~: 

752 mmHg 

System Check: Passed 

Te<>t g/210L Time 

BLK 
CHK 
BLK 
CHK 
BU< 
CHK 

.000 

.080 

.000 

.080 

.000 

.080 

UH·OI 
OI:J:Ol 
01:3:02 
08:03 
08:04 
08:05 

Test Status: Success 

Caltbrctl.ton CRC: 3486FF25 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92135 
Serial Number: 012804 

Test Date: 11/08/2016 
Test Time: 08:00 PST 

Dry Gas Target: .079 
Lot Number: AG506502 
Exp Date: 03/06/2017 
Ta11k Pressure: 551 psi 
Barometric Pressure: 

753 mmHg 

System Check: Passed 

Test g/210l. Time 

BLK 
CHK 
BLK 
CHK 
BLK 
CHI< 

.000 

.080 

.000 

.080 

.000 

.080 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Test Status: Success 

Lnhbration CRC: 34R6EF25 



Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
serial Number: 012804 

Test Date: 11/15/ 2016 
Test Time: 08:00 PST 

Dry Gns Target: .079 
lot Number: AG506502 
Exp Date: 03/ 06/ 2017, 
Tank Pressure: 541 psr 
Barometf It- Pressure: 

752 mmHg 

<:;yo;;tem Check: Passed 

.:; t g/210l Time 

dLK 
CHK 
BLI< 
LHK 
BLK 
CHI< 

.000 

.080 

.000 
080 
000 
OHO 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Cal1br.ttlon CRI. ~: 3486EF25 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Senal Number: 012804 

Test Date: 11/22/2016 
Test Time: 08:00 PST 

Dry Gas Target: .079 
Lot Number. AG505502 
Exp Date: 03/05/2017 

Tank Pressure: 522 psi 
Barometric Pressure: 

754 mmHg 

System Check: Passed 

Test g/210L Time 

BLK 
CHK 
BLK 
CHK 
BLK 
CliK 

.000 

.080 

.000 

.080 

.000 

.080 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Test Status: Success 

Cahbrrtllon CRC: 3486EF25 



lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
<\F•ri. 11 Number: 012804 

Test fJrllf' 11 / 29/2016 
Test Tin 1e: 08:00 PST 

Dry Gas Target: .079 
Lot Number: AG506502 
Exp Date: 03/06/2017 

Tank Pressure: 507 psi 
Barometric Pressure: 

751 mmHg 

System Check : Passed 

Test g/ 210L T1me 

BLK 
CHI< 
BLK 
CHK 
BLI< 
CHK 

.000 

.080 

.000 

.08( 

.000 

.080 

08:01 
08:01 
08:02 
08:03 
08:04 
08:05 

rest Status: Sucr ess 

Cahbr at1on CRC: 34B6EF25 

.un.u .... • _ .... , J.f{ -11~ 

Scheduh· \~ ~ 
Accuracy C}H~c, 

NB SAN DIEGO FORC~ : 
PROTECTION SAN DIEt .G, 

CA 92135 
senal Number: 012804 

1 est Date: 12/13/ 2016 
Test Time: 08:00 PST 

Dry Gas Target: .079 
Lot Number: AG506502 
Exp Date: 03/06/2017 

Tank Pressure: 487 psi 
Barometric Pressure: 

754 mmHg 

System Check: Passed 

Test g/ 210l Time 

BLK 
CHK 
BLK 
CI-IK 
BLK 
CHK 

.000 

.080 

.000 

.080 

.000 

.080 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Test Status: Succe~s 

Caltbrat10n CRC: 3486EF25 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 12/ 20/ 2016 
T e->t Time: 08:00 PST 

Dry Gas Target: .080 
Lot Nttrnber: AG506502 
Exp Date: 03/05/2017 

Tank Pressure: 473 ps1 
Barometric Pressure: 

756 mmHg 

System Check : Passed 

Test g/ 210L Time 

BLK 
CHK 
BLK 
CHK 
BLK 
CHK 

.000 

.080 

.000 

.080 

.000 

.080 

08'()1 
08:01 
08:03 
08:03 
08:04 
08:05 

Test Status: Success 

Calibration CRC 348oEF25 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO rnrrE 
PROTECTION SAN GO, 

CA 9213G 
Serial Numb• 1 012804 

T~st Date· L2 ?7/2016 
Test Time: 08:00 PST 

Dry Gas Target: .080 
Lot Number: /\GS06502 
Exp Date: 03/05/2017 

Tank Pressure: 463 ps1 
Barometric Pressure: 

755 mmHg 

System Check : Passed 

Test g/ 210L Time 

Bll< 
CHK 
BlK 
CHK 
BLK 
CHK 

.000 

.080 

.000 

.080 

.000 

.080 

08:01 
08:01 
08'0:? 
08:03 
08:04 
08.05 

Test Status: Success 

Calibration CRC: 348oi::F25 



Intox EC/IR-11. 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 01/03/2017 
Test Time: 08:00 Po:tT 

Dry Gas Target: .080 
I ot Number: AG506502 
fxp Date: 03/06/2017 

TctJlk Pressure: 448 psi 
Barometric Pressure: 

755 mmHg 

Sy!>lf'nt Check: Passed 

Test g/210L Time 

BI.K .000 08:01 
CHK .080 08:01 
BLK .000 08:03 
CHK .080 08;03 
BLK .000 08:05 
CHK .080 08:05 

Test S tatus: Success 

aJtb, at1on CRC: 3486EF25 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 01/10/2017 
Test Time: 08:00 PST 

Dry Gas Target: .080 
Lot Number: AGS06502 
Exp Date: 03/06/2017 

Tank Pressure: 438 psi 
Barometric Pressure: 

755 mmHg 

Sy~tem Check : Passed 

Test g/210L Time 

Bll< .000 08:01 
CHI< .080 08:01 
BLK .000 08:02 
CHK .080 08:03 
BLK .000 08:04 
CHK .080 08:05 

Test Status: Success 

Calibratron CRC: 3486EF25 

1.·~tox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN OtEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 01/17/2017 
Test Time: 08:00 PST 

Dry Gas Target: .079 
Lot Number: AGS06502 
Exp Date: 03/06/ 2017 

Tank Pressure: 424 psi 
Barometric Pressure: 

754 mmHg 

System Check: Passed 

Test g/210L Time 

BLK 
CHK 
BLK 
CHK 
BLK 
CHK 

.000 

.080 

.000 

.080 
.000 
.080 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Test Status: Success 

Caltbrdt,on C..RC: 3486EF25 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Senal Number: 012804 

Test Date: 01/ 24 / 2017 
Test Time: 08:00 PST 

Dry Gas Target: .079 
Lot Number: AG506502 
Exp Date: 03/ 06/2017 
Tank Pressure: 414 ps1 

Barometric Pressure: 
751 mmHg 

System Check : Passed 

Test 

BLK 
<...HK 
BLK 
CHK 
BLK 
CHK 

g/210L Time 

.000 08:01 

.080 08:01 

.000 08:02 

.080 08:03 

.000 08:04 

.080 08:05 

Test Status: Success 

ra1ibratlon CRC 3486EF25 



Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
ROTECTION SAN DIEGO 

CA 92136 
Serial Number: 012804 

Test Date: 01/ 31/ 2017 
Test Time: 08:00 PST 

Dry Gas Target .079 
lot Number: AG506502 
Exp Date: 03/06/2017 

Tank Pressure: 404 psr 
Barometric Pressure: 

754 mml-lg 

System Check: Passed 

Test g/210L Time 

BLK .000 08:01 
CHK .080 08:01 
BLK .000 08:02 
CHK .080 08:03 
BLK .000 08:05 
CHK .080 08:05 

Test Status: Success 

libt atton CRC. 3485EF25 

' 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB ·-AN DIEGO FORCE 
PROTL .TION SAN OlEGO, 

CA Q2136 
Serial Number: 012804 

Test Date: '". 107/2017 
Test T.r.l<-: (1:1:00 PST 

D1 y Gd!> T -.1rget: .079 
l.ol N• ntlll"''. AC.506502 
Exp Dc.1tc~: u1/0r•/ 2017 

Tank Pres3• w..::: 399 I·"'' 
Bnr o .etr ir Pn:ssun"' 

754 I mHg 

System Check: Passed 

Test g/210l Time 

BLK 
Cl lh 
BU< 
CHK 
BLK 
CHK 

.000 

.080 

.000 

.080 

.000 

.079 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Test S lalus: Sun f'<;S 

Intox EC/IR-II: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Senal Number: 012804 

Test Date: 02/14/ 2017 
Test Time: 08:00 PST 

Dry Gas Target: .079 
Lot Number: AG506502 
Exp Date: 03/05/ 2017 

Tank Pressure: 384 psi 
Barometric Pressure: 

753 mmHg 

System Check: Passed 

Test g/210L T1me 

BLI< .000 08:01 
CHK .080 08:01 
BLK .000 08:02 
CI-IK .080 08:03 
BLK .000 08:04 
CHK .079 08:05 

Test Status: Success 

Cabbratton CRC 3486EF25 

lntox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 02/21/2017 
Test Time: 08:00 P~T 

Dry Gas Target: .080 
Lot Number: AG506502 
Exp Date: 03/ 06/ 2017 
Tank Pressure: 375 pst 
Barometric Pressut e: 

758 mmHg 

Systt:l n In•·• k: Passed 

Test g/ 210L Trme 

BLK 
CHK 
BLK 
CHK 
BLK 
OfK 

.000 

.080 

.000 

.080 

.000 

.080 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Te!>t Status: Success 

Calibration CRC. 348GEF25 



Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NB SAN DIEGO FORCE 
PROTECTION SAN DIEGO, 

CA 92136 
Serial Number: 012804 

Test Date: 02/28/2017 
Test Time: 08:00 PST 

Dry Ga.:; Target: .079 
Lot Number: AG506502 
Exp Date: 03/06/2017 

Tank Pressure: 360 psi 
Barometric Pressure: 

753 mmHg 

System Check: Passed 

Test g/210l Time 

BLK .000 08:01 
CHK .080 08:01 
BLK .000 08:03 
CHK .080 08:03 
BLK .000 08:05 
CHK .080 08:05 

Test Status: Success 

Cahbr atton CRC: 3486EF25 



Intox EC/IR-11: 
Calibration 

Serial Number: 012792 

Test Date: 05/25/2017 
Test Time: 09:53 PDT 

Dry Gas Target: .079 
lot Number: AG11202 
Exp Date: 04/22/2019 

Tank Pressure: 1115 psi 
Barometric Pressure: 

760 mmHg 

System Check: Passed 

Test g/210L Time 

BU< .000 09:53 
CAL .079 09:54 

Test Status: Success 

C 1librttli<m CRC: l9F20A9r 



Intox EC/IR-II: 
Accuracy Check 

Serial Number. 012792 

Test Date: 05/25/2017 
Test Time: 10:32 PDT 

Dry Gas Target: .082 
Lot Number: AG11202 
Exp Date: 04/22/2019 

Tank Pressure: 1115 psi 
Barometric Pressure: 

760 mmHg 

System Check: Passed 

Test g/210L Time 

BLK 
CHK 
BLK 
CHK 
BLK 
CHK 

.000 

.078 

.000 

.078 

.000 

.078 

10:33 
10:33 
10:35 
10:35 
10:37 
10:37 

Test Status: Success 

Cahbr alh•n CRr . J'11 20A9F 

Intox EC/IR-11: 
Scheduled 

Accuracy Check 

NAVBASE SAN DIEGO 
SAN DIEGO, CA 92136 
Serial Number. 012792 

Test Date: 05/30/2017 
Test Time: 08:00 PDT 

Dry Gas Target: .082 
Lot Number: AG11202 
Exp Date: 04/22/2019 

Tank Pressure: 1105 psi 
Barometric Pressure: 

762 rnmHg 

System Check: Passed 

Test g/210l Time 

BLK 
CHK 
BLK 
CHK 
BLK 
CHK 

.000 

.079 

.000 

.079 

.000 

.079 

08:01 
08:01 
08:03 
08:03 
08:05 
08:05 

Test Status: Success 

Cahut a,,•·l · ' "' l'lf •OA9F 


